










Implantation:
Minimally Invasive Approach

3
Determine plate length and adapt plate

Optional instruments

329.291               Bending Pliers for Clavicular Plates,
                           length 227 mm

329.040/              Bending Iron for Plates 2.4 to 3.5,
329.050               length 145 mm

329.300               Bending Press, length 400 mm

Select a plate length appropriate for the fracture. The opti-
mal plate length can be determined by x-ray or by placing it
on the skin and palpating.

Due to varying patient anatomy, plate bending may be nec-
essary. Using the bending irons, bending pliers and/or the
plate press, contour the plate as needed. For an optimum fit,
the plate can be bent at each notch in the plane of the shaft.

To bend the plate, insert it into the jaws of the bending pliers
for clavicle plates at the appropriate notch.

To adjust the S-curve, place the plate between the two
notches in the front of the jaws of the bending pliers.
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To adjust the superior bend, insert the plate all the way
toward the back of the jaws of the bending pliers.

For more leverage and control over bending, loosen the ad-
justment screw on the bending pliers so that the handles are
close together. If more adjustment is needed, make a series
of small bends, threading the adjustment screw roughly half
a turn at a time.

Warning: Avoid bending the plate back and forth, as this
can weaken the plate.

Tip: To avoid damage to the LCP threads from extensive
bending, insert a LCP drill sleeve into the threaded hole for
protection.

Note: This locking plate is precontoured to fit the clavicle.
If the plate contour is changed, it is important to check the
 position of the screws under image intensifier control.
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Implantation:
Minimally Invasive Approach

4
Insert and position plate

Instrument

323.027               LCP Drill Sleeve 3.5, for Drill Bits � 2.8 mm

LCP drill sleeves are fixed in the medial part of the plate and
used as insertion handles. The plate can be palpated and
guided percutaneously from the medial to the lateral frag-
ment.

Position the plate on the reduced bone, and pull the bone to
the plate by inserting a 3.5 mm cortex screw in both main
fragments (see chapter “Screw Insertion” section 2a).

After plate insertion, check alignment on the bone using an
image intensifier.
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Screw Insertion

Determine the combination of screws to be used for fixation.
If a combination of locking and cortex screws will be used,
cortex screws should be inserted first to pull the bone to the
plate.

Note: If the LCP Superior Anterior Clavicle Plate is used for
bridging osteosynthesis, a minimum of two locking screws
should be used in both main fragments. The actual fracture
zone is generally not engaged with any screws.

1
Verify screw placement

Since the direction of the locking screws depends on the
contour of the plate, final screw position may be verified
 under image intensifier control with Kirschner wires before
insertion. This becomes especially important when the plate
has been manually contoured, applied near a joint, or for
non-standard anatomy.

Optional: Observe the direction of the drill bit while drilling
under image intensifier control.

                                                                                                                 LCP Superior Anterior Clavicle Plate Technique Guide      Synthes         17



For neutral position For compression

Screw Insertion

2
Screw Fixation

2a
Fixation with � 3.5 mm cortex screws

Instruments

310.250               Drill Bit � 2.5 mm, length 110/85 mm,
                           for Quick Coupling

323.360               Universal Drill Guide 3.5

319.010               Depth Gauge for Screws � 2.7 to 4.0 mm,
                           measuring range up to 60 mm

314.030               Screwdriver Shaft, hexagonal, small,
                           � 2.5 mm

311.431               Handle with Quick Coupling

Use the 2.5 mm drill bit with the 3.5 universal drill guide to
pre-drill the bone through both cortices.

Warning: Avoid contact with the subclavian artery and
brachial plexus when drilling through the clavicle.

To set screws in a neutral position, press the drill guide down
in the non-threaded hole. To obtain compression, place the
drill guide at the end of the non-threaded hole away from
the fracture, being sure not to apply downward pressure on
the spring loaded tip.
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Determine the required length of the cortex screw using the
depth gauge.

Insert the appropriate 3.5 mm cortex screw using the
 hexagonal screwdriver or the hexagonal screwdriver shaft.
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2b
Fixation with � 3.5 mm locking screws

Note: If a locking screw will be used as the first screw, be
sure that the fracture is reduced and the plate is held se-
curely to the bone. This prevents plate rotation as the screw
is locked to the plate.

Instruments

323.027               LCP Drill Sleeve 3.5, for Drill Bits � 2.8 mm

310.284               LCP Drill Bit � 2.8 mm, length 165 mm

319.010               Depth Gauge for Screws � 2.7 to 4.0 mm,
                           measuring range up to 60 mm

314.030               Screwdriver Shaft, hexagonal, small,
                           � 2.5 mm
or
314.116               Screwdriver Shaft Stardrive 3.5, T15

511.770/773        Torque Limiter, 1.5 Nm

397.705/              Handle for Torque Limiter/Handle with
311.431               Quick Coupling

Insert the drill sleeve into a 3.5 mm locking hole until fully
seated. Drill through both cortices with the drill bit.

Warning: Avoid contact with the subclavian artery and
brachial plexus when drilling through the clavicle.

Remove the drill guide. Use the depth gauge to determine
the screw length.

Screw Insertion
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Insert the locking screw with the appropriate screwdriver
shaft (hexagonal or Stardrive recess) mounted on the 1.5 Nm
torque limiter. Insert the screw manually or by power until
a click is heard. If a power tool is used, reduce speed when
tightening the head of the locking screw into the plate.

Repeat the above steps for all required shaft holes.
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2c
Fixation with � 2.7 mm locking screws (only in plates
with lateral extension)

Instruments

323.061               LCP Drill Sleeve 2.7 (head LCP 2.4), with
                           Scale up to 60 mm, for Drill Bits � 2.0 mm

323.062               Drill Bit � 2.0 mm, with double marking,
                           length 140/115 mm, 3-flute, for Quick
                           Coupling

313.304               Screwdriver Shaft Stardrive, T8, cylindrical,
                           with groove

511.776               Torque Limiter, 0.8 Nm,
                           with AO/ASIF Quick Coupling

03.110.005          Handle for Torque Limiters 0.4/0.8/1.2 Nm

Optional instruments

03.111.005          Depth Gauge for Screws � 2.0 to 2.7 mm,
                           measuring range up to 40 mm

319.010               Depth Gauge for Screws � 2.7 to 4.0 mm,
                           measuring range up to 60 mm

313.301               Holding Sleeve for LCP Screw
                           Stardrive � 2.4/2.7 mm

313.300               Combined Holding Sleeve for Cortex
                           Screws Stardrive � 2.4/2.7 mm

Insert the drill sleeve into a 2.7 mm locking hole until fully
seated. Use the drill bit to drill to the desired depth.

Warning: Avoid contact with the subclavian artery and
brachial plexus when drilling through the clavicle.

Determine the required length of the screw by using the
scale on the drill guide and the drill sleeve. If a single mark-
ing is visible on the drill bit, the scale from 0 – 30 mm applies;
if a double marking is visible, the scale from 30 – 60 mm
 applies.

Screw Insertion
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If the depth gauge 319.010 is used for 2.7 mm screws, sub-
tract 4 mm from the indicated length to obtain the correct
screw length.

Note: The above mentioned methods result in screws that
end flush with the opposite cortex. Should bicortical screws
be required, insert screws that are 1–2 mm longer than
measured. Screws near a joint should be shorter than meas-
ured.

The 2.7 mm locking screw can be inserted manually or with
power. For manual insertion, use a handle with quick
 coupling. Use the Stardrive screwdriver shaft holding sleeve if
necessary.

For powered insertion of the 2.7 mm locking screws, use
the screwdriver shaft attached to the 0.8 Nm torque limiting
 attachment.

Important: Always use a TLA when inserting LCP locking
screws to avoid plate, screw and/or screwdriver damage.

Option: Use 2.4 mm cortex screws.

Repeat the above steps for all lateral holes to be used.
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Implant Removal

Instruments

314.030               Screwdriver Shaft, hexagonal, small,
                           � 2.5 mm

314.116               Screwdriver Shaft Stardrive 3.5, T15

313.304               Screwdriver Shaft Stardrive, T8, cylindrical,
                           with groove, shaft � 3.5 mm, for AO/ASIF
                           Quick Coupling

309.521               Extraction Screw for Screws � 3.5 mm

309.510               Extraction Screw, for Screws � 1.5 mm
                           and 2.0 mm

To remove the implants, unlock all LCP locking screws before
removing them completely. The plate may otherwise rotate
while the last screw is being removed, which may damage
the soft tissue.

If the LCP locking screws cannot be removed with the screw
driver (e.g. the recess of the screw is damaged or the locking
screw is stuck in the plate), use an extraction screw with left-
handed thread. Loosen the screw by turning the handle
counter clockwise.

Important: It is very important to have the correct instru-
mentation available to ensure trouble free implant removal.
The correct screwdrivers (hexagonal or Stardrive) and the
 extraction screws are of special importance.
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Plates

LCP Superior Anterior Clavicle Plate
3.5 mm, right

Art. No.                Holes Length (mm)

0X.112.026          6 94

0X.112.028          7 110

0X.112.030          8 120

LCP Superior Anterior Clavicle Plate
3.5 mm, left

Art. No.                Holes Length (mm)

0X.112.027          6 94

0X.112.029          7 110

0X.112.031          8 120

X=2: stainless steel
X=4: titanium

All plates and screws are also available sterile packed. For sterile implants, add
suffix «S» to article number.
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Plates

LCP Superior Anterior Clavicle Plate
2.7/3.5 mm with lateral extension, right

Art. No.                Holes Length (mm)

0X.112.006          3 69

0X.112.010          4 81

0X.112.012          5 94

0X.112.008          6 108

0X.112.018*        7 123

0X.112.020*        8 135

LCP Superior Anterior Clavicle Plate
2.7/3.5 mm with lateral extension, left

Art. No.                Holes Length (mm)

0X.112.007          3 69

0X.112.011          4 81

0X.112.013          5 94

0X.112.009          6 108

0X.112.019*        7 123

0X.112.021*        8 135

X=2: stainless steel
X=4: titanium

All plates and screws are also available sterile packed. For sterile implants, add
suffix «S» to article number.

*Optionally available
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Screws

Lateral

X02.214 – 230      Locking Screw Stardrive � 2.7 mm
(head LCP 2.4), self-tapping,
length 14 – 30 mm

X01.764 – 780      Cortex Screw Stardrive � 2.4 mm,
self-tapping, length 14 – 30 mm

Shaft

X12.102–111      Locking Screw Stardrive � 3.5 mm,
self-tapping, length 12– 30 mm

or
X13.012–030      Locking Screw � 3.5 mm,
                           self-tapping, length 12 – 30 mm

X04.812–830      Cortex Screw � 3.5 mm,
self-tapping, length 12– 30 mm
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Stardrive

Hexagonal

X=2: stainless steel
X=4: titanium



Instruments

309.521               Extraction Screw for Screws � 3.5 mm

309.510               Extraction Screw, conical, for Screws � 1.5
and 2.0 mm

310.250               Drill Bit � 2.5 mm, length 110/85 mm,
2-flute, for Quick Coupling

310.284               LCP Drill Bit � 2.8 mm with Stop, length
165 mm, 2-flute, for Quick Coupling

311.431               Handle with Quick Coupling

313.304               Screwdriver Shaft Stardrive, T8, cylindrical,
with Groove, shaft � 3.5 mm, for AO/ASIF
Quick Coupling
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314.030               Screwdriver Shaft, hexagonal, small,
                           � 2.5 mm

314.116               Screwdriver Shaft Stardrive 3.5, T15,
self-holding, for AO/ASIF Quick Coupling

319.010               Depth Gauge for Screws � 2.7 to 4.0 mm,
measuring range up to 60 mm

323.027               LCP Drill Sleeve 3.5, for Drill Bits � 2.8 mm

323.061               LCP Drill Sleeve 2.7 (head LCP 2.4), with
Scale up to 60 mm, for Drill Bits � 2.0 mm

323.062               Drill Bit � 2.0 mm, with double marking,
length 140/115 mm, 3-flute, for Quick
Coupling
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Instruments

323.360               Universal Drill Guide 3.5

329.291               Bending Pliers for Clavicular Plates,
length 227 mm

511.773               Torque Limiter, 1.5 Nm, for AO/ASIF
Quick Coupling

511.776               Torque Limiter, 0.8 Nm, with AO/ASIF
Quick Coupling

03.110.005          Handle for Torque Limiters 0.4/0.8/1.2 Nm

03.111.005          Depth Gauge for Screws � 2.4 to 2.7 mm,
measuring range up to 40 mm



01.112.009          LCP Superior Anterior Clavicle Plates (Tita-
nium), in Modular Tray, Vario Case System

or
01.112.011          LCP Superior Anterior Clavicle Plates

(Stainless Steel), in Modular Tray, Vario
Case System
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Sets

01.122.013          Small Fragment Basic Instruments,
in Modular Tray, Vario Case System

01.122.015          Screw Insertion Instruments 3.5/4.0, in
Modular Tray, Vario Case System

01.104.007          Screw Insertion Instruments 2.7/2.4, in
Modular Tray, Vario Case System

01.122.019          Small Fragment Bending Instruments,
in Modular Tray, Vario Case System

Optional Sets

01.122.014          Small Fragment Reduction Instruments,
in Modular Tray, Vario Case System
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All technique guides are available as PDF files at 
www.synthes.com/lit
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